sample analysis each day (n>3), these suggested a precision better than ± 2 μmol kg -1 for DIC and 184 ± 1.5 μmol kg -1 for TA respectively. 185
The Aquatron laboratory test 186
After the operation on the MV Pacific Celebes, a controlled test of the CO 2 -Pro as a part of the 187 SNOMS tank was carried out in the Aquatron Laboratory at Dalhousie University during May to 188
September 2012. To carry out this test, a two cubic metre open tank (referred to as the Aquatron 189 tank) was set up beside the SNOMS tank. The two tanks were filled with sand-bed filtered 190 seawater pumped from an adjacent harbour (estuary) on 23 May. The water was continuously 191 pumped in a circuit between the two tanks with a turnover time of about 2 hours. The pCO 2 of the 192 tank water was monitored by the CO 2 -Pro in the SNOMS system which operated in a similar way 193 as on the MV Pacific Celebes. After a stabilization period of ~50 days when the pCO 2 reached a 194 relatively constant range, another pCO 2 measuring system (referred to as the NOIZ system) was 195 set up in the Aquatron tank for a side-by-side comparison with the CO 2 -Pro. In order to control 196 pCO 2 to ocean values during the two-month intercomparison exercise (13 July to 11 September), 197 a simple system was developed to bubble CO 2 -free gas (laboratory air passing through a cartridge 198 filled with soda lime) into the Aquatron tank on three occasions (started on 10 July, 2 August and 199 31 August, Fig. 6 ). 200
The NOIZ system consisted of a bubble type water-gas equilibrator and a Licor 7000 NDIR 201 detector (Körtzinger et al. 1996) . The equilibrator was mounted on the Aquatron tank and its 202 lower part was submerged in the water to minimize the temperature difference between the tank 203 water and that in the equilibrator. The detector was calibrated every a few days with zero CO 2 204 concentration nitrogen gas and an air mixture calibrated with National Oceanic and Atmospheric 205 Administration (NOAA) standard gas before 27 August 2012. After that, the calibration directly 206 used a NOAA-supplied standard gas with an uncertainty of ± 1 ppm. No shift could be identified 207 in the calibration when calibration gasses were changed. The accuracy of the pCO 2 measured by 208 the NOIZ system was estimated to be within 2 µatm. 209
In additional to the pCO 2 measurements, discrete samples for DIC and TA were collected 210 throughout the test on a daily basis. Nutrient samples were collected from 5 June onwards for 211 determination of nitrate, silicate, phosphate and ammonia (Whitledge et al. 1981 ). To compensate 212 for water loss due to sampling and evaporation, the Aquatron tank was topped up every 4-7 day 213 with newly pumped water. Although this water was pumped from the same location, it may 214 have different properties compared to the original tank water due to the temporal variability at the 215 sampling site. However, these top up events only had a minor influence on the chemical 216 concentrations of the tank water because of the relatively small volumes added (0.2-3% of the 217 total volume of the Aquatron tank). One exception was a substantial top up on 7 August (35% 218 of the total volume) because of a large drainage from the sampling tube, which significantly 219 changed the properties of the tank water (see the results section below). 220
Long-term in situ operation on the PAP mooring 221
Since June 2010, the CO 2 -Pro was used for long-term in situ deployment at the Porcupine Abyssal 222
Plain site (PAP, 49 °N 16.5 °W, 4800 m water depth) which is the longest running 223 multidisciplinary observatory in the Northeast Atlantic (Hartman et al. 2012 ). It was deployed on a 224 sensor frame at a fixed depth of 30 m together with other autonomous sensors for temperature, 225 salinity, chlorophyll-a fluorescence and nitrate. All these sensors were controlled by a hub 226 controller which communicated with NOCS via satellite in near real-time. The CO 2 -Pro waspowered by the solar panels on the mooring and its measurement frequency and the time length 228
for each measurement could be changed remotely. 229
The carbonate system calculation 230
The marine carbonate system can be characterized from any two of the four parameters: DIC, TA, 231 pCO 2 and pH (Zeebe and Wolf-Gladrow 2001) . In this study, the Excel program "CO2SYS" 232 ) was used for the carbonate calculations. The dissociation constants of 233 carbonic acid (pK 1 and pK 2 ) determined in real seawater by Millero et al. (2006) and are more reliable than those measured in artificial seawater (Millero et al. 2006 ). Therefore, 236
we chose to use the constants of Millero et al. (2006) in our CO2SYS calculations. The sulphuric 237 dissociation was chosen as Dickson (1990) and the total boron fomulation was selected as Lee et 238 al. (2010) . In this study, pCO 2 was calculated either from the combination of pH and TA (ACT 239 test) or DIC and TA (SNOMS and Aquatron test). The uncertainty of the pCO 2 calculation comes 240 from inaccuracies in the thermodynamic dissociation constants (mainly pK 1 and pK 2 ) and the 241 experimental measurements of the variables used for calculation (Millero et al. 2006 ). As shown 242 in Table, 2, the various sources of uncertainties associated with the carbonate calculation yield 243 uncertainties in the calculated pCO 2 which are estimated to be ± 7.5 μatm for the ACT test (ACT 244 2009a, b), ± 8.1 μatm for the SNOMS operation and ± 9.9 μatm for the Aquatron test within the 245 measured pCO 2 ranges, respectively. 246
Assessment 247

Results of the ACT coastal mooring test 248
The results of the ACT mooring test have been reported by ACT (2009a) and are briefly 249 summarized here. During the 16-day continuous measurement in Kaneohe Bay, nearly 100% of 250 the data were retrieved except for the data gaps during calibration cycles. The hourly time series 251 data from the CO 2 -Pro (pCO 2,Pro in Fig. 2A, 280-840 µatm) shows a significantly greater dynamic 252 range compared to the values calculated from pH and TA (pCO 2,pHTA , 314-608 µatm). The higher 253 measurement frequency of the CO 2 -Pro thus better characterized the short-term variability of 254 pCO 2 that was mainly caused by the strong biological activities of the adjacent coral reef system. 255
The 5-minute averages of the sensor outputs bracketing the time of discrete sample collection 256 were compared to the calculated pCO 2,pHTA in Figure 2 . The mean and SD of the differences 257 between the paired pCO 2,Pro and pCO 2,pHTA measurements (δpCO 2 = pCO 2,Pro -pCO 2,pHTA , Fig. 2C , 258 δpCO 2 refers to the difference between the raw/corrected sensor output and the pCO 2 reference, 259 the same hereafter) are 8.7 ± 14.1 µatm. pCO 2,Pro shows a tight correlation with pCO 2,pHTA (R 2 = 260 0.99, n = 29, not shown), and the positive correlation between δpCO 2 and pCO 2,Pro suggests an 261 increasing offset under high pCO 2 conditions (Fig. 2B ). This indicates that the δpCO 2 may have 262 been subject to a linear calibration error. When pCO 2,Pro is corrected against pCO 2,pHTA , the SD of 263 the difference between the corrected sensor output (pCO 2,ProCorr ) and pCO 2,pHTA is ± 7.4 µatm 264 (δpCO 2,corr in Fig. 2D ), which is similar to the uncertainty of pCO 2,pHTA calculation (± 7.5 µatm). 265
There are no systematic changes in δpCO 2,corr (Fig. 2D) , which suggests no other significant 266 sources of error (i.e. biofouling, instrument drift) during the measurement. While the CO 2 -Pro 267 performed very well among submersible CO 2 sensors in the study (ACT 2009a), the potential 268 error in sensor measurement resulting from temperature fluctuation of the optical cell (see the PAP 269 result section below) was not considered in the performance report by ACT (2009a).
Results of the SNOMS underway measurement 271
The CO 2 -Pro units used in the SNOMS operation were factory calibrated on a yearly basis. For 272 evaluation purposes, pCO 2,Pro is compared to the pCO 2,DICTA calculated from the daily DIC and TA 273 samples, as well as to direct measurements from other pCO 2 measuring systems in the same region. The difference between the raw sensor output pCO 2,Pro (5-minute average corresponding to the 282 sampling time) and pCO 2,DICTA is shown in Fig. 3A . The overall offset (δpCO 2 = pCO 2,Pro -283 pCO 2,DICTA ) for the 12 transects is 6.4 ± 12.3 µatm (n=200). No correlation between δpCO 2 and 284 the absolute concentration of pCO 2 (300-500 µatm) is identified (not shown). It is noted that the 285 mean and SD of δpCO 2 vary from transect to transect (Table 3) . Aside from any error and 286 potential drift of the sensor, the difference in δpCO 2 among transects may be caused by several 287 other factors: 1) uncertainty in the pCO 2,DICTA calculation; 2) the different responses of the two 288 CO 2 -Pro units and the changing response of each unit before/after the recalibration in June 2010; 3) 289 the influence of water patchiness, i.e. taking a discrete sample from a different water patch from 290 that measured by the CO 2 -Pro as the ship travelled at a relatively high speed (~15 knots). On the 291 other hand, δpCO 2 values from successive transects using the same sensor generally do not differ 292 greatly (e.g. transects 2, 3, 4 for sensor 47 and transects 7, 8 ,9 for sensor 48, see Table 3 ). The 293 changes in δpCO 2 among these successive transects may be mainly related to the changes in the 294 condition of the gas transfer membranes (biofouling, contamination et al.) and the SNOMS tank 295 (sedimentation) . The values of δpCO 2 show a random distribution around the mean value for each 296 transect except for transects 14 and 17 (Fig. 3C, D) . The δpCO 2 in transect 14 shows a consistent 297
increasing trend with time which may be associated with the contamination of the equilibrator or 298 SNOMS tank (Fig. 3C) . Moreover, values from the first 15 days of transect 17 (24.1 µatm) are 299 significantly higher than those of the adjacent transects using the same sensor (2.6 and 7.4 µatm 300 for transect 16 and 18 respectively), which is followed by a sudden decrease of ~40 µatm in 301 δpCO 2 in the last 5 days (Fig. 3D ). The causes of these dramatic changes in δpCO 2 during this 302 particular transect are not well identified. 303
As the calculated pCO 2,DICTA provides a consistent reference throughout the SNOMS operation for 304 the two CO 2 -Pro units before and after recalibration, we chose to correct pCO 2,Pro against 305 pCO 2,DICTA for each transect individually. A time-dependent correction was applied to the transect 306 14, and the data in transect 17 are corrected in two sections as described above (Fig. 3C, D) . As 307 shown in Figure 3B , the SD of the differences between the corrected sensor outputs and 308 pCO 2,DICTA is ± 7.8 µatm (Fig. 3B) , which is similar to the uncertainty of the calculation of 309 pCO 2,DICTA (± 8.1 µatm). 310
During the same period of the SNOMS transect 9, another SOO MV Natalie Schulte took pCO 2 311 measurement along the same route to that of the MV Pacific Celebes, but in a different direction 312 (Fig. 4A ). The pCO 2 measuring system was operated by Pacific Marine Environmental Laboratory 313 (PMEL), which features a showerhead design of equilibrator and NDIR detection of dried gas 314 (Pierrot et al. 2009 ). The availability of the regularly calibrated PMEL measurements (accuracy 315 within 2 µatm) provided an opportunity for an intercomparison to evaluate the corrected SNOMS 316 pCO 2 data. As shown in Figure 4 , the temperature, salinity and pCO 2 measured by the two 317 systems generally display the same latitudinal distributions. The elevated pCO 2 observed around 318 the equator suggests the influence of westward advected CO 2 -rich water originating from the 319 equatorial upwelling (Fig. 4D) . However, the difference in measuring time at the same location for 320 the two ships ranges 0-16 days (∆Time in Fig. 4) . Therefore, the difference of the two pCO 2 321 measurements ( Fig. 4F) includes not only the errors of the two measurements but also the natural 322 spatial and temporal variability of pCO 2 . The latter is related to water movement and 323 warming/cooling of the surface water, which is indicated by the temperature and salinity 324 differences between the two datasets (Fig. 4E) . 325
In order to minimize the influence of natural pCO 2 variability on the comparison, the simultaneous 326 measurements by the two systems were highlighted in Figure 5 . These measurements, with a time 327 difference less than 0.5 day, were made in the equatorial region when the two ships were within 328 250 km of each other. The results measured by the two ships generally agreed in salinity (0.14 ± 329 0.05) and temperature (0.28 ± 0.09 °C, In order to remove the temperature effect from the pCO 2 comparison, we normalize the pCO 2,Pro to 333 the temperature measured by the PMEL system. When the temperature effect is removed, the 334 SNOMS pCO 2 values agree well with the PMEL measurements at -0.3 ± 3.9 µatm (δpCO 2 in Fig.  335 5B). This indicates reasonably good accuracy of the corrected SNOMS pCO 2 data (note that theraw CO 2 -Pro outputs have been corrected against the carbonate calculation by 8.7 µatm, see Table  337 3). 338
Results of the Aquatron laboratory test 339
As shown in Fig. 6A , the water temperature during the Aquatron test generally showed a diurnal 340 variability of 1-3°C and it varied within 15.5-17.5°C during the intercomparison period (Fig. 6A) . 341
The evaporation-induced increase in salinity was clearly observed and a sharp salinity drop on 7 342
August indicates the substantial addition of the fresher harbour water after drainage from the 343 sampling tube (Fig. 6B) . In order to account for the changes in chemical properties due to 344 evaporation, DIC and TA are normalized to the mean salinity 32.3: nX = (X / Salinity) *32.3, 345
where X is the measured concentration of DIC or TA, and nX is the salinity-normalized 346 concentration (Fig. 6D) . During the stabilization period, pCO 2 decreased from the initial value (up 347 to 900 µatm) to a relative constant range within 640-690 µatm (Fig. 6C) . At the same time, DIC 348 and TA both showed an increasing trend (Fig. 6B ) while the concentrations of nutrients remained 349 at low levels with little variability (Fig. 6E, F) . The relatively constant nDIC (~2150 µmol kg the salinity-normalized nTA increased significantly from 2240 to 2290 µmol kg -1 (Fig. 6D) . 352
During the intercomparison period, the pCO 2 levels were adjusted to be in the "natural" open 353 ocean range of 300-550 µatm by the bubbling of CO 2 -free air (started on 10 July, 2 August and 31 354 August). Corresponding decreases in pCO 2 and DIC (Fig. 6B, C) were observed when the tank 355 was purged with CO 2 -free air, which was followed by progressive increases after the bubbling 356 stopped. On 7 August, the dramatic changes in all measured variables were caused by the 357 substantial addition of newly pumped water as described above. This induced sudden decreases 358 in salinity, TA and DIC (Fig. 6A, B ) that were associated with increases in pCO 2 and nutrients 359 (Fig. 6C, E, F) . 360
The intercomparison of the pCO 2 measurements by the SNOMS and NOIZ systems is presented in 361 Figure 7 . The CO 2 -Pro functioned properly throughout the Aquatron test while the NOIZ system 362 suffered from malfunctions on a few occasions (the failed measurements are not included in the 363 intercomparison, Fig. 7A ). Both measurements were averaged to 5 minute interval and pCO 2,NOIZ 364 was normalized to the temperature in the SNOMS tank to eliminate temperature influence on the 365 comparison (the average temperature difference is ~0.08 °C, which corresponds to ~1.5 µatm in 366 pCO 2 ). There may be a slight delay in pCO 2,Pro when responding to the pCO 2 disturbances 367 (bubbling, water top up) as these events occurred in the Aquatron tank were first observed by the 368 NOIZ system. Overall, the pCO 2 measured by the two systems shows a tight correlation (pCO 2,Pro 369 = 0.9987 * pCO 2,NOIZ , R 2 = 0.99, not shown). The mean and SD of the differences between the 370 two measurements (δpCO 2 = pCO 2,Pro -pCO 2,NOIZ ) are -3.0 ± 4.4 µatm (n = 13847, Fig. 7C ). 371 δpCO 2 does not show a constant drift over the two month test (Fig. 7C ) but appears to vary with 372 the absolute pCO 2 concentration (Fig. 7B) , which may be due to a linear error in the sensor 373 calibration. When the CO 2 -Pro measurements are calibrated against pCO 2,NOIZ , the differences 374 between the calibrated pCO 2,ProCorr and pCO 2,NOIZ (δpCO 2,corr in Fig. 7D , 0 ± 2.9 µatm) show a 375 random distribution around the mean value throughout the intercomparison experiment, which 376 suggests no instrumental drift of the CO 2 -Pro occurred during the two-month period. 377
An interesting phenomenon observed in the Aquatron test is the unexpected changes in alkalinity. 378
The increase in nTA during the stabilization period (2240 to 2290 µmol kg ) also did not match 387 the changes in nDIC and nitrates: the increasing concentrations of nDIC and nitrates during this 388 period (Fig. 6D, E) suggests the occurrence of remineralization processes which would decrease 389
TA. 390
In order to examine the TA anomaly in the Aquatron test, we calculate alkalinity from the 391 measured DIC and pCO 2 using the CO2SYS. The calculated Alk sys (uncertainty estimated to be ± 392 3.5 µmol kg -1 ) is the alkalinity expected at the equilibration state of the carbonate system, which 393 accounts for the major inorganic buffering acid-base pairs. It is shown in Figure 8A that the 394 concentrations of Alk sys are 3-24 µmol kg -1 lower than the measured values of TA meas . This excess 395 of TA meas over the Alk sys (Alk excess ) suggests substances or processes which affect the 396 concentration of alkalinity and/or the titration process of alkalinity. This may be due to: waste 397 water or reactive particles in the harbour, contamination during the pumping process, reaction 398 with the fibreglass wall of the Aquatron tank, or the existence of organic alkalinity. Although we 399 cannot clearly identify the source(s) of the alkalinity anomaly, it is shown that using the measured 400 TA meas for carbonate calculation would result in underestimates in pCO 2 (Fig. 8B) . The pCO 2,DICTA 401 calculated from TA meas and DIC is 7-90 µatm lower compared to the direct pCO 2 measurement, 402 and this underestimation (pCO 2,bias = pCO 2,Pro -pCO 2,DICTA ) shows a similar trend to that of 403 Alk excess (Fig. 8C) . Closer investigation shows that the percentage bias in pCO 2 (%pCO 2,bias = 404 pCO 2,bias / pCO 2,Pro ) is positively correlated to the percentage bias in alkalinity (%Alk excess = 405
Alk excess / TA meas =12.54 * %pCO 2,bias , Fig. 8D ). 406 In contrast to continuous measurement on SOO, the CO 2 -Pro on the PAP mooring was operated 415 intermittently (1-4 times a day) due to the limited power supply. Each measurement lasted for 416 45-120 minutes which assures full equilibrium with the seawater (typically within 15 minutes). 417
Results
The pCO 2 of the oligotrophic surface water around the PAP site is expected to show minor 418 variability during the short duration of each measurement. However, the pCO 2 measured by the 419 CO 2 -Pro showed a consistent increase throughout each measurement (Fig. 9A presents a typical  420 measuring cycle of the CO 2 -Pro) while the in situ temperature and salinity remained unchanged 421
(not shown). It is noted that the optical cell temperature of the detector shows an increasing trend 422 similar to that of pCO 2 (Fig. 9A) . Moreover, the cell temperature during the measurement (t meas ) is 423 found to be much higher than that during the ZPC (∆t cell = t meas -t ZPC , Fig. 9A ). As the NDIRmeasurement is affected by the optical cell temperature, this temperature fluctuation would result 425 in errors in pCO 2 detection. 426
In order to examine the influence of optical cell temperature, a laboratory test was carried out 427 when the sensor was recovered from deployment. A series of CO 2 standard gases (256, 363 and 428 459 ppm) were connected to the detector bypassing the equilibrator for direct NDIR 429 measurements. In addition, a CO 2 -free gas (N 2 passing through CO 2 absorbance) was used to 430 simulate the baseline measurement of C zero during the ZPC. Measurements of these gases 431
were carried out following a ZPC at 40 °C, while the temperature of the optical cell during the 432 measurement of each gas was perturbed by heating with an electric breeze and cooling with a 433 cold pack (∆t cell was adjusted to be -0.7 to 1.8 °C). The test results show that the inferred 434 signals of all measured gases decrease linearly with increasing optical cell temperature (not 435 shown). As the zero-CO 2 signal also changes with temperature, using a baseline measured at 436 t zero as the blank reference for measurements at different cell temperatures would result in 437 errors in calculating ε and xCO 2 . As shown in Figure 9B , the errors in xCO 2 (xCO 2,error = 438 measured xCO 2 -certified value) were linearly correlated with ∆t cell , and the temperature 439 effects are similar for the three standard gases at 15 ppm °C -1
. It is also shown that the errors 440 in xCO 2 can be removed if the influence of ∆t cell is considered in the calculations of ε and 441 xCO 2 (Fig. 9B) . The scatter of the data should mainly be caused by the uneven heating or 442 cooling on the optical cell in our test. 443
When this correction of ∆t cell is applied to the PAP measurement, the corrected pCO 2,tcorr 444 stabilizes at 15 minutes after the ZPC as expected from the equilibrium time and shows minor 445 changes afterward (Fig. 9A) . It is notable that the ∆t cell at the PAP mooring is quite large (upto 1.5 °C), which corresponds to an error in pCO 2 as large as 25 µatm. This is because of the 447 early ZPC at low t ZPC when the optical cell was not sufficiently warmed up, as well as 448 inadequate thermostat control of the optical cell, i.e. the cell temperature continued to 449 increase after the ZPC. In contrast, this issue is not significant for the continuous 450 measurements as the long-term operation allows the optical cell to be fully warmed up 451 minimizing the temperature difference between ZPC and measurement. The ∆t cell during the 452 SNOMS and Aquatron operations was ~ 0.2 °C corresponding to an error of 3 µatm in pCO 2 ; 453 corrections of ∆t cell are applied to the SNOMS and Aquatron data before assessment. 454
Discussion, recommendations and improvements 455
Overall, the CO 2 -Pro is a very robust sensor suitable for onboard and in situ measurements on 456 platforms with limited working space and on platforms that cannot be serviced regularly. The 457 sensor's capacity for long-term operation is demonstrated by the successes of the SNOMS 458 operation and PAP mooring deployments. In this study, the performance of the CO 2 -Pro is 459 evaluated extensively under field and laboratory conditions and the results are summarized in 460 Table 4 . The CO 2 -Pro agreed with a calibrated water-air equilibrator system during a 2-month 461 side-by-side laboratory intercomparison (-3.0 ± 4.4 µatm). When used at sea, the direct sensor 462 outputs differed from the calculated pCO 2 reference by 6.4 ± 12.3 µatm on a SOO and 8.7 ± 14.1 463 µatm on a mooring. These differences result from a number of factors including the uncertainties 464 in the reference and the comparison process, the sensor error, how well the sensor was set up, 465 contamination issues etc. Our study suggests that, when pCO 2 references are available for 466 correction, the uncertainty of the corrected sensor result is similar to and largely determined by the 467 uncertainties of the references. 468
One significant limitation of the CO 2 -Pro is the lack of regular calibration against standard gases, 469 which makes it difficult to assess the accuracy of the measurement when it is deployed alone. To 470 remedy this potential problem, Pro-Oceanus has introduced a new version of CO 2 -Pro with 471 on-board control of a gas port for introduction of standard gases. If the CO 2 -Pro is to be used for 472 onboard or laboratory measurements, this version which enables external manual calibration is 473 recommended to be used. In the future, an automatic calibration function using standard gases 474 would be highly desired to optimize the accuracy of the measurement. For the field 475 applications, users of the CO 2 -Pro (and any chemical sensor that is not calibrated while deployed) 476
should calibrate the sensor before and after long-term deployments to examine any potential drift. 477
Collection of discrete samples over a wide range of pCO 2 concentrations for the determination of 478 other carbonate variables is recommended to provide quality control on the sensor, and also, to 479 provide additional information on biogeochemical variability. 480
Clearly, the accuracy of the calibration gases used in the original factory calibration and any 481 subsequent recalibrations is a critical factor in sensor accuracy. However, this study reveals 482 that some inaccuracy of the sensor may be caused by calibration error which may be related to 483 the quality of calibration gases used. To address this problem, Pro-Oceanus has performed all 484 factory calibrations using NOAA and NOAA traceable standard gases that are accurate to 485 better than ±1 ppm since 2011. Moreover, our study reveals that error in pCO 2 measurement of 486 the CO 2 -Pro can result from the changes in optical cell temperature between the ZPC and 487 measurement. This problem may be significant for the early versions of CO 2 -Pro whose optical 488 cells are not well thermostatically controlled. However, this error is correctable and can be 489 avoided by better temperature control on the detector optical cell. Since 2011, an improvedtemperature control is a standard feature of CO 2 -Pro which stabilizes the fluctuation of the 491 temperature of the detector cell to within ± 0.05 °C. 492
In order to fulfil the target of constraining the regional air-sea CO 2 fluxes to 0.2 Pg C year -1 , pCO 2 493 measuring systems need to be accurate to within 2 µatm for seawater pCO 2 (Pierrot et al. 2009 ). 494
This is presently a demanding requirement for pCO 2 sensors. As demonstrated in this work, the 495 CO 2 -Pro sensors that were tested (particularly the older versions) did not meet the gold standard of 496 2 µatm. However, recent improvements to the CO 2 -Pro (as mentioned above) should enhance 497 sensor performance. Considering the large variability of pCO 2 in time and space, there is great 498 value in expanding in situ observations by using sensors with a known reasonably good accuracy. 499
The developing sensor technology provides a very effective way to increase the capability for 500 should be taken when making calculations for the marine carbonate system in environments with 517 high concentration of organic matter, e.g. estuary, coastal water and incubation culture solution. 518
When studying the organic matter-rich waters, alkalinity is recommended to be measured using 519 method proposed by Cai et al. (1998) Aquatron laboratory test underway 2 months direct and calibrated measurement (± 2 µatm) -3.0 ± 4.4 0 ± 2.9
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